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Работа описывает исследование вопроса возможностей реализации системы  
дистанционной калибровки прецизионных рабочих эталонов электрической мощности на 
промышленных частотах. 
Проведен анализ и исследование ранее применяемых принципов и методов для 
реализации дистанционной калибровки прецизионных рабочих эталонов электрической 
мощности на промышленных частотах. 
Разработаны общий алгоритм функционирования, структурные и функциональные схемы 
системы. Написан исходный текст программы системы дистанционной калибровки 
прецизионных рабочих эталонов электрической мощности на промышленных частотах. 
Описана модель измерения и проведен анализ составляющих бюджета неопределенности 
и представлен алгоритм расчета расширенной неопределенности.  Проведена 
дистанционная калибровка прецизионного рабочего эталона электрической мощности на 
территрии Украины и за ее пределами. По результатам дистанционной калибровки были 
виданы сертификат и протокол калибровки. Оценено время проведения дистанционной 
калибровки в зависимости от растояния от калибровочной лаборатории к заказчику работ.  
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The work describes the research possibilities of the realization of a system of remote calibration 
precision working standards of electric power at industrial frequencies. As well were analyzed 
and researched previously applied principles and methods for the implementation of remote 
calibration precision working standards of electric power at industrial frequencies. 
 The general algorithm of functioning, structural and functional schemes of the system were 
developed. Also was developed and written the source code of the system remote calibration 
precision working standards of electric power at industrial frequencies 
The model of the measurement was described. Also were analyzed the components of the budget 
of uncertainty and algorithm for calculating the expanded uncertainty. 
Remote calibration of precision working standard of electric power was done in Ukraine and 
abroad. According to the results of remote calibration were issued the certificate and calibration 
protocol. Time of remote calibration was estimated according to the distances from the 
calibration laboratory to the customer of works. 


